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Key Take-Aways
• Significantly more eyes achieved a target spherical equivalent refraction of ±0.50D, with 

Femtosecond Laser Assisted Cataract Surgery (FLACS) vs manual cataract surgery (MCS)16

• Significantly more  patients achieved uncorrected distance visual acuity (UCDVA) of 20/20 or better 
with FLACS (53.3%) vs MCS (28.1%)16

• Mean postoperative astigmatism was significantly lower with FLACS vs MCS16

• Refractive outcomes were superior with FLACS in this study using a single femto-second laser 
platform (LenSx®, Alcon Inc., Fort Worth, TX) compared to MCS16

Introduction
The demand for cataract surgery has been growing worldwide due to ageing populations and 
increased life expectancy.1 The goal of cataract refractive surgery is to provide patients with spectacle 
independence and a postoperative visual outcome that can meet the demands of their increasingly 
active lifestyles.2 For many of these patients, this means they have similar expectations as refractive 
surgery patients and demand distance vision without supplemental correction. Additionally, with the 
introduction of multifocal and toric intraocular lenses (IOLs), patients also expect clear functional 
vision at near and intermediate working distances.3,4

Manual cataract surgery (MCS) using conventional phacoemulsification is amongst the safest elective 
surgical procedures performed worldwide.3,5-7 MCS has several steps including the creation of corneal 
incisions, capsulorhexis, manual splitting and phacoemulsification of the cataract, lens aspiration, and 
insertion of an intraocular lens into the capsular bag. Femtosecond lasers for cataract surgery can 
automate several of these steps. Aimed at improving safety and refractive outcomes, femtosecond 
lasers automate the creation of self-sealing corneal incisions, capsulotomy, and lens fragmentation.4,8,9 

vious studies have shown that FLACS may result in a more accurate, centered, and circular 
capsulorhexis compare to MCS, which can affect intraocular lens (IOL) position and potentially 
affect refractive outcomes.5,10-12 Additionally, some studies have shown that FLACS helps to reduce 
phacoemulsification time and energy, decrease corneal endothelial injury, and aid in faster visual 
recovery.13-15 Alternatively, other studies have not been able to demonstrate a difference between 
FLACS and MCS. Recent meta-analysis studies were unable to demonstrate equivalence or superiority 
consistently across surgical endpoints citing potential limitations of small sample sizes, within-
person analysis, unclear methodology, multiple femtosecond laser platform usage, and surgeon 
experience.3,5-7 Safety, as measured by the occurrence of ocular adverse events such as elevated 
intraocular pressure and macular edema, was generally similar between the two groups.7 This paper 
will discuss the results of a new retrospective study that compared the 1-month postoperative 
refractive outcomes of eyes that underwent elective FLACS versus MCS.16



Additional Evidence for Superior Refractive Outcomes 
in Femtosecond Laser Assisted Cataract Surgery
A recent retrospective study, presented at the 2018 American Society of Cataract and Refractive 
Surgery, compared the 1-month postoperative refractive outcomes of 225 eyes that underwent 
elective FLACS and 231 eyes that underwent MCS.16 Importantly, this study was conducted by two 
experienced surgeons using a single femtosecond cataract laser platform. All FLACS procedures were 
completed using the LenSx® Laser System (Alcon Inc., Fort Worth, TX), with consistent settings for clear 
corneal incisions, capsulotomy, and fragmentation. All subjects were implanted with a monofocal 
IOL (Alcon AcrySof® SA60WF or SN60WF) and were operated on using the same phacoemulsification 
system. Only first eyes of each treatment group were analyzed. Preoperatively, there were no 
statistically significant differences reported between the treatment groups in terms of gender, age, 
axial length, flat anterior keratometry (K), and steep anterior K. Eyes with any potentially confounding 
ocular comorbidities, including prior corneal refractive surgery; known retinal, macular, or corneal 
pathology; surgical complications; postoperative cystoid macular edema, rebound inflammation, and 
significant ocular surface disease were excluded. 



Significantly Better Visual Outcomes Reported 
Using FLACS versus MCS

Figure 1: Significantly more subjects achieved target spherical equivalent refraction of ±0.50D, 
with 94.2% patients for FLACS vs 83.1% for MCS (p<0.001).

Figure 2: The proportion of subjects with uncorrected distance visual acuity (UCDVA) of 20/20 or 
better was significantly higher with FLACS (53.3%) vs MCS (28.1%), a difference of 25.2% in favor 
of FLACS (p<0.001). For 20/40 or better the proportion of subjects was significantly higher for 
FLACS (99.1%) vs 92.2% with MCS (92.2%) (p<0.001).
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Significantly Better Visual Outcomes Reported 
Using FLACS versus MCS (continued)

Figure 3: Mean postoperative refractive astigmatism was significantly lower with FLACS vs MCS, 
0.32D vs 0.65D, respectively (p<0.001).

Study Implications
Although the study design was retrospective, this study employed restrictive inclusion/exclusion 
criteria to minimize the impact from co-morbid ocular pathology and controlled for both laser 
platform and intraocular lens. Additionally, the two cohorts were comparable at baseline in terms 
of demographics and biometry data. The study authors hypothesized that the superior UCDVA 
was partially a result of better astigmatism management with FLACS, and that the superior CDVA 
was partially a result of better capsulorhexis centration, capsulorhexis consistency, and uniform 
wound construction with FLACS. Several other clinical studies have similarly demonstrated superior 
capsulorhexis circularity and centration, resulting in better capsule/IOL overlap and IOL centration 
with FLACS.11,17,18 Impacting the predictability of postoperative refractive astigmatism, laser-created 
clear corneal incisions have been noted to have increased accuracy and precision compared to 
manual keratome-based incisions.19-22 As this study only used a single femtosecond laser platform 
and all subjects were implanted with a monofocal IOL with a consistent optical design, further 
investigations are warranted to generalize these refractive outcomes to all FLACS platforms or other 
intraocular lens designs.

This study demonstrated that eyes undergoing FLACS with the LenSx® femtosecond laser platform 
more consistently achieved both a target refraction within ±0.50 D and a smaller absolute mean 
refractive error compared to MCS. Visual acuity and postoperative cylinder results were also better 
in the FLACS group compared the MCS group. This may be secondary to better capsulorhexis 
centration and uniform wound construction. By improving outcomes, FLACS can help meet the visual 
performance demands of modern refractive cataract surgery patients.

1.2

1.4

1.0

0.8

0.6

0.4

0.2

0.0

Po
st

op
 C

yl
in

de
r 

(D
)

(M
ea

n 
± 

SD
)

LenSx®

(N=225)
Manual
(N=231)

0.32

0.65

P<0.001



References
1. Wang W, Yan W, Fotis K, Prasad NM, Lansingh VC, Taylor HR, Finger RP, Facciolo D, He M. Cataract Surgical Rate and 

Socioeconomics: A Global Study. Invest Ophthalmol Vis Sci 2016;57:5872–81.

2. Dick HB, Schultz T. A Review of Laser-Assisted Versus Traditional Phacoemulsification Cataract Surgery. Ophthalmol 
Ther 2017;6:7–18.

3. Day AC, Gore DM, Bunce C, Evans JR. Laser-assisted cataract surgery versus standard ultrasound phacoemulsification 
cataract surgery. Cochrane Database Syst Rev 2016;7:CD010735.

4. Bali SJ, Hodge C, Lawless M, Roberts TV, Sutton G. Early experience with the femtosecond laser for cataract surgery. 
Ophthalmology 2012;119:891–9.

5. Chen X, Chen K, He J, Yao K. Comparing the Curative Effects between Femtosecond Laser-Assisted Cataract Surgery 
and Conventional Phacoemulsification Surgery: A Meta-Analysis. Hejtmancik JF, ed. PLoS ONE 2016;11:e0152088–14.

6. Popovic M, Campos-Möller X, Schlenker MB, Ahmed IIK. Efficacy and Safety of Femtosecond Laser-Assisted Cataract 
Surgery Compared with Manual Cataract Surgery: A Meta-Analysis of 14 567 Eyes. Ophthalmology 2016;123:2113–26.

7. Ye Z, Li Z, He S. A Meta-Analysis Comparing Postoperative Complications and Outcomes of Femtosecond Laser-
Assisted Cataract Surgery versus Conventional Phacoemulsification for Cataract. J Ophthalmol 2017;2017:3849152–7.

8. Nagy Z, Takacs A, Filkorn T, Sarayba M. Initial clinical evaluation of an intraocular femtosecond laser in cataract 
surgery. J Refract Surg 2009;25:1053–60.

9. Wang J, Zhao J, Xu J, Zhang J. Evaluation of the effectiveness of combined femtosecond laser-assisted cataract surgery 
and femtosecond laser astigmatic keratotomy in improving post-operative visual outcomes. BMC Ophthalmol 
2018;18:161.

10. He L, Sheehy K, Culbertson W. Femtosecond laser-assisted cataract surgery. Current Opinion in Ophthalmology 
2011;22:43–52.

11. Nagy ZZ, Kránitz K, Takács ÁI, Miháltz K, Kovacs I, Knorz MC. Comparison of intraocular lens decentration parameters 
after femtosecond and manual capsulotomies. J Refract Surg 2011;27:564–9.

12. Friedman NJ, Palanker DV, Schuele G, Andersen D, Marcellino G, Seibel BS, Batlle J, Feliz R, Talamo JH, Blumenkranz MS, 
Culbertson WW. Femtosecond laser capsulotomy. Journal of Cataract & Refractive Surgery 2011;37:1189–98.

13. Abell RG, Kerr NM, Vote BJ. Toward Zero Effective Phacoemulsification Time Using Femtosecond Laser Pretreatment. 
Ophthalmology 2013;120:942–8.

14. Abell RG, Kerr NM, Howie AR, Mustaffa Kamal MAA, Allen PL, Vote BJ. Effect of femtosecond laser-assisted cataract 
surgery on the corneal endothelium. Journal of Cataract & Refractive Surgery 2014;40:1777–83.

15. Conrad-Hengerer I, Sheikh Al M, Hengerer FH, Schultz T, Dick HB. Comparison of visual recovery and refractive stability 
between femtosecond laser-assisted cataract surgery and standard phacoemulsification: six-month follow-up. Journal 
of Cataract & Refractive Surgery 2015;41:1356–64.

16. Yeu E, Cheung A. Retrospective comparison of clinical outcomes associated with manual and femtosecond laser-
assisted cataract surgery. In: Vol Washington; 2018.

17. Mastropasqua L, Toto L, Mattei PA, Vecchiarino L, Mastropasqua A, Navarra R, Di Nicola M, Nubile M. Optical 
coherence tomography and 3-dimensional confocal structured imaging system-guided femtosecond laser 
capsulotomy versus manual continuous curvilinear capsulorhexis. Journal of Cataract & Refractive Surgery 
2014;40:2035–43.

18. Kránitz K, Takacs A, Miháltz K, Kovacs I, Knorz MC, Nagy ZZ. Femtosecond laser capsulotomy and manual continuous 
curvilinear capsulorrhexis parameters and their effects on intraocular lens centration. J Refract Surg 2011;27:558–63.

19. Grewal DS, Basti S. Comparison of morphologic features of clear corneal incisions created with a femtosecond laser or 
a keratome. Journal of Cataract & Refractive Surgery 2014;40:521–30.

20. Naranjo-Tackman R. How a femtosecond laser increases safety and precision in cataract surgery? Current Opinion in 
Ophthalmology December 2010:1.

21. Blehm C, Potvin R. Pseudophakic astigmatism reduction with femtosecond laser-assisted corneal arcuate incisions: a 
pilot study. OPTH 2017;Volume 11:201–7.

22. Nagy ZZ, Dunai Á, Kránitz K, Takács ÁI, Sándor GL, Hécz R, Knorz MC. Evaluation of femtosecond laser-assisted and 
manual clear corneal incisions and their effect on surgically induced astigmatism and higher-order aberrations. J 
Refract Surg 2014;30:522–5.



LENSX® LASER IMPORTANT PRODUCT INFORMATION 
CAUTION: United States Federal Law restricts this device to sale and use by or on the order of a 
physician or licensed eye care practitioner. 

INDICATIONS: The LenSx® Laser is indicated for use in patients undergoing cataract surgery for 
removal of the crystalline lens. Intended uses in cataract surgery include anterior capsulotomy, 
phacofragmentation, and the creation of single plane and multi-plane arc cuts/incisions in the cornea, 
each of which may be performed either individually or consecutively during the same procedure.

RESTRICTIONS: Patients must be able to lie flat and motionless in a supine position. Patient must be 
able to understand and give an informed consent. Patients must be able to tolerate local or topical 
anesthesia. Patients with elevated IOP should use topical steroids only under close medical supervision

CONTRAINDICATIONS: Corneal disease that precludes applanation of the cornea or transmission of 
laser light at 1030 nm wavelength. Descemetocele with impending corneal rupture. Presence of blood 
or other material in the anterior chamber. Poorly dilating pupil, such that the iris is not peripheral to the 
intended diameter for the capsulotomy. Conditions which would cause inadequate clearance between 
the intended capsulotomy depth and the endothelium (applicable to capsulotomy only). Previous corneal 
incisions that might provide a potential space into which the gas produced by the procedure can escape. 
Corneal thickness requirements that are beyond the range of the system. Corneal opacity that would 
interfere with the laser beam. Hypotony or the presence of a corneal implant. Residual, recurrent, active 
ocular or eyelid disease, including any corneal abnormality (for example, recurrent corneal erosion, 
severe basement membrane disease).

History of lens or zonular instability. Any contraindication to cataract or keratoplasty. This device is not 
intended for use in pediatric surgery.

WARNINGS: The LenSx® Laser System should only be operated by a physician trained in its use.

The LenSx® Laser delivery system employs one sterile disposable LenSx® Laser Patient Interface 
consisting of an applanation lens and suction ring. The Patient Interface is intended for single use only. 
The disposables used in conjunction with ALCON® instrument products constitute a complete surgical 
system. Use of disposables other than those manufactured by Alcon may affect system performance and 
create potential hazards.

The physician should base patient selection criteria on professional experience, published literature, and 
educational courses. Adult patients should be scheduled to undergo cataract extraction.

PRECAUTIONS: Do not use cell phones or pagers of any kind in the same room as the LenSx® Laser. 
Discard used Patient Interfaces as medical waste.

AES/COMPLICATIONS: Capsulotomy, phacofragmentation, or cut or incision decentration. Incomplete or 
interrupted capsulotomy, fragmentation, or corneal incision procedure. Capsular tear. Corneal abrasion 
or defect. Pain. Infection. Bleeding. Damage to intraocular structures. Anterior chamber fluid leakage, 
anterior chamber collapse. Elevated pressure to the eye.

ATTENTION: Refer to the LenSx® Laser Operator’s Manual for a complete listing of indications, warnings  
and precautions.
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